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INTRODUCTION

Fublic concern about radiation safety has increased in
recent years. Both the news media and congressional hear-
ings in Washington, D.C., have focused attention on the po-
tential hazards of lonizing radlation. The result 1s that
governmental laws, regulations, and guldelines have indi-
cated a need for an effective, inexpensive, and acceptable
method to assure that dental radliographic quality 1s main-
tained with minimum patient exposure. To achieve this ob-
Jective, some form of quality assurance testing must be used.

Quallity assurance may be defined as a series of tests
performed to determine whether x-ray machlnes and/or pro-
cessing procedures are functioning properly. It 1s well
recognized that 1nconsistencies in processing techniques are
a major problem in dental radiology and provide a much great-
er source of variability than x-ray machine inconsistencies.
For this reason, many different forms of quality assurance
tests have been developed to monitor processing activity
while few tests have been constructed for x-ray equipment.
Various visual, chemical, instrumental, and mathematical
methods have been devised for film processing. Tests 1indi-

cating gross errors have been largely based on guesswork or
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INTRODUCTION

Public concern about radiation safety has increased in
recent years. Both the news media and congressional hear-~
ings in Washington, D.C., have focused attention on the po-
tentlal hazards of 1lonizing radlation. The result 13 that
governmental laws, regulations, and guidelines have 1indi-
cated a need for an effective, inexpenslve, and acceptable
method to assure that dental radiographic quality 1s main-
tained with minimum patient exposure. To achleve this ob-
Jective, some form of quality assurance testing must be used.

Quality assurance may be deflned as a serles of tests
performed to determine whether x-ray machines and/or pro-
cessing procedures are functioning properly. It 1s well
recognized that inconsistencies in processing techniques are
a major problem in dental radlology and provide a much great-
er source of variability than x-ray machine inconsistencies.
For this reason, many different forms of quality assurance
tests have been developed to monitor processing ectivity
while few tests have been constructed for x-ray equipment.
Various visual, chemical, instrumental, and mathematical
methods have been devised for fillm processing. Tests indi-

cating gross errors have been largely based on guesswork or
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professional experience. Tests of greater accuracy have
been found to be too complex, costly, or time consuming to
be acceptable for use by general dental practitioners. For
a quality assurance test to be practical, it must be both
inexpensive and simple to use.

Recent attempts at an acceptable dental quality assur-
ance test using an aluminum stepwedge in lieu of sophisti-
cated instrumentation have elither been limited in scope,
resulting in fallure for various reasoﬁs, or have had 1inade-
quate documentation of the effectiveness of the test through
measurement of the many varlables involved. Consequently,
there 18 no single proven quality assurance test available
in dentistry that will detect deficiencies of both machine
and processing activity and at the same time have the quall-
ties necessary to be potentlially acceptable to the dental
profession. Simplified quality assurance tests are avall-
able that will detect machine and processing deficlenciles,
but unfortunately more than one test must be performed. A
single test to accomplish both purposes would clearly be

advantageous.
Purpose

“The purpose of this study 1s to determine the effec-

tiveness of an aluminum stepwedge in a simplified quality

assurance test to detect both x-ray exposure changes and -

4




PRSI - U U

P s

- processing solution activity p

nostic radiographilc quality.7‘

rior to loss of eclinical diag-




LITERATURE REVIEW

The review of the literature willl be presented in terms
of the evolvement of quality assurance requirements, qual-
ity assurance in medical radlography, and quality assurance

in dental radiography.
The Evolvement of Quality Assurance Requlrements

Early in the development of radlography many attempts
were made to control patient x-ray exposure. In recent years
statements from the President of the United States and re-
ports from the Food and Drug Administration have 1indicated
that both the need and impetus for research and development
of a quality assurance program acceptable to the dental pro-
fession are, at this point in time, clearly evident.

The Food and Drug Administration announced in the Fed-
eral Register (1976) that proposed recommendations for qual-
ity assurance programs in dlagnostic x-ray facllities were
to be developed. The proposed recommendations were intended
to encourage voluntary development of facility-based yuallty i
assurance programs. Activities were designed to make the
radiology community aware of qua'ity assurance. The type

and number of quality assurance actions recommended and the

e R A E ke iT L ke, doghAGid



frequency of the application of a particular action would
depend on such factors as the size of the facllity, the type
and number of diagnostic procedures performed, and the com-
ponents of the x-ray system being considered. In the exper-
ience of the Bureau of Radlological Health, voluntary facil-
ity-based programs are the most promising way to get consis-
tent nationwide production of high-quality diagnostic radio-
graphs at minimum cost and minimum patient exposure.

Quality assurance recommendations were also approved by
the President of the United States and published in the
Federal Register (1978). The document stated that x-ray
facilities should have quality assurance programs designed
to produce radlographs that satisfy diagnostic requirements
with minimal patient exposure, and that techniques appro-
priate to the equipment and materials avallable should be
used to maintaln exposure as low as 1s reasonably achlev-
able without loss of requisite diagnostic information.

A conference of the National Center for Health Care
Technology (1981), the purpose of which was to promote the
effective, safe, and cost effective use of high-quality den-
tal radiographs, concluded that guality assurance could
improve radlologic practices, but lack of motivation was
identified as a primary barrier to implementation of such a
program, and that further research and development were re-
quired for an acceptable system. The conference further

stated that quality assurance programs compatible with the
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normal pattern of dally activitles of patient care in dental
offices must be developed.

Santangelo (1982) stated that gquality assurance was a
rapidly evolving trend in the health professions generally.
However, its specific application to dental radiology 1s
somewhat elusive, It must provide for quality control mech-
anisms and techniques to monitor the various components of
the total x-ray system. He also stated that the American
Dental Assoclation Commission on Dental Accreditation ex-
pects institutlions to provide on-golng programs related to
monitoring equipment, darkrooms, processing solutions, and
the use of ionlzing radiation. Santangelo indicted that the
commission assumed that the dental radiology faculties would
have not only the responsibility, but also the authorlty for
developing, implementing, monitoring, controlling, and en-
forcing radiation policies throughout the institution.

Graham and Santangelo (1982) stated that mounting pub-
lic¢ interest in radiation effects has prompted some legisla-~
tors to introduce bills that call for the establishment of
minimum federal standards for the accreditation of programs
that teach personnel to use x-ray equiment, and for licens-
ing or credentialing users of such equipment. In 1981, the
US. Congress enacted into law the Consumer-Patient Radiation
Health and Safety Act. The legislation mandated that the

Secretary of the Department of Health and Human Services




develop standards to be used in accrediting and credentialing
or licensing of persons who administer radiographic

procedures.
Quality Assurance in Medical Radiography

There are many variables involved in the production of

a diagnostic radiograph. Since any practical quality assur-

ance test 1is unable to measure each of the many varlables

involved, any acceptable test can only be directed toward

the most important variables. Deficienclies resulting from

the numerous variables may be basically categorized as either

L x-ray machine or processing deficiencles.

( Wilsey (1925) recognized the problems of film develop-
ment in the radlographic process. He indicated that almost
any sort of development will bring out an image from a prop-
erly exposed fillm. The resulting radiograph could be of
some use, but may not be the best that can be produced. The
radiograph may thus fall to provide some valuable informa-
tion which might otherwise have been obtained with more suit-
able film processing. He studied the phenomena of develop-
ment with an exposing machine, or sensitometer, that exposed
film strips equally. Progress of develoment was thereby
observed on these films with a photometer that read the radio- %

¢ graphic densities. Wilsey's work took into account only the

film development aspect of tae radiographlc process.
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Wilsey also described a simple test for estimating the
degree of exhaustion of a developing solution. The test was
based on the fact that the time of development bears a defi-
nite ratio to the time required for the image to appear after
the film 1is first immersed in the developer. Thils ratio was
called the Watkins factor. The time of appearance of the
image was multiplied by this factor to find the correct time
of development.

The film processing fault arising from continuing the
same fixed development time throughout the life of the de-~
veloper was observed by Chamberlain and Newell (1930). They
stated that the obvious cure was to increase the development
L time as the developer activity decreases. They consldered a
; method of keeping a running account of the number of films

developed. After 107 films were developed in a 5-gallon
tank, it required 6 minutes instead of 5 for proper develop-
ment. After 48 more films were developed, an increase to 7
minutes was required. They stated that the Eastman Kodak
Company was at that time recommei.ding this method of control.
Chamberlain and Newell also carried development control
one step further by suggesting the use of a "copper stalr-
- case" as a contrast scale. Copper sheets of 0.23 mm thick-
ness were stacked in increments of from 1 to 7 sheets to
form a stepwedge. This stepwedge was laid over fllms which
were subsequently exposed and processed daily. If a step of i

the radiograph was 1 step lighter than the same step on the

- tim st s o
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standard radiograph, developing time was increased 15%; if
1t was 1 step too dark, developing time was decreased 15%.
Henny (1934) recognized that Chamberlain and Newell's
"copper stalircase" quality control method was exact, but
observed that theilr test films were made with the ald of an
accurately controlled therapy machine not avalilable to many
radiologists. Henny described a method for determining the
potency of the x-ray developer in which the test fllms were
exposed with a radiographic machine, to which most radiol-
ogists had access. Since the radiographic machine was not
equipped with instruments to ensure constancy of output at
different times, speclal precautions were necessary so that
the process of calibrating the developer could be carried
over from one test film to the next. A fresh 8 by 10 inch
film was exposed under an aluninum stepladder made of alumi-
num sheets 1 mm thick, 10 inches wide, and arranged in a
staircase running from 1 to 7 thicknesses. An inch was cut
off one end of the film and developed in a l-day-old devel-
oper. This strip was set aside as the "standard strip" with
which subsequent calibration strips were compared. One to 3
days later, depending upon the size of the tank 1n relation
to the volume of work, another strip was cut from the fillm,
developed, and compared to the "standard strip." If it was
found to be 1 step lighter than the "standard strip," the
developing time was increased by 0.5 minutes; i1f 2 steps
lighter than the "standard strip," development time was in-

creased 1 whole minute. The process was repeated with an
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increase in development time of 0.5 minutes for each step
density difference until developing time reached 8 or 9 min-
utes. The method was not expensive and could be used by
most radlologists.

Burger (1949) described a method for quality control of
radiographs of the thorax. Control of contrast qualities
was malntained by means of a quallty control phantom small
enough to be placed at the upper end of the fllm near the
neck. The phantom consisted of 2 sets of 5 aluminum steps
from 4 to 8 mm and 9 to 13 mm. On each step 5 balls of bake-
1ite with a diameter of 4.0, 2.8, 2.0, 1.4, and 1.0 mm, re-
spectively, were attached. At one side a set of 5 steps of
copper (thicknesses 0.2, 0.3, 0.4, 0.5, and 0.6 mm) was added
in order to have further control of contrast quallities. At
the other end a lead strip was placed as a test of darkroom
technique and to estimate the fog. Certain areas of the lung
were compared to one of the aluminum steps with equal density.
The number of bakelite balls visible gave an indication about
the quality and resolving power of each radiograph.

Seemann and Roth (1960) stated that copper stepwedges
fastened to chest films could occupy an area which could be
kept clear. For general use, however, and particularly in
radiography of the abdomen, this would lead to the risk of
having the patients' body overlie the wedge. Even if the
wedge were free of overlying tissue, scattered radiation
from patients of various sizes could penetrate 1t and inval-

idate the results. It therefore seemed desirable to use a
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stepped wedge phantom whose radiographic image would be
affected by scattered radiation in much the same manner as
that of a patient. A stepped wedge made of a homogenous
tissue-like substance appeared to be the logical cholce. As
a result, a Plexiglas wedge was designed for exposure tech-
niques commonly used for the pelvic region. In the interest
of simplicity, the Plexiglas phantom contained no bone-lilke
structures (such as ground bone dispersed homogenocusly in a
plastic and formed into small stepped wedges). Considering
the fact that the practical usefulness of a device of this
kind may depend as much on convenience as on completeness of
detalls, they decided to make the simpler phantom, without
bone, which might be used in a busy laboratory, rather than
one which would be discarded for lack of time to evaluate.
The problems of quality control involving the use of a
sensitometer and densitometer were. indicated by Chanin and
Barnes (1954). They stated that determination of developing
solution activity requires at least 1 hour and entalls film
exposure in a sensitometer, processing the film, measurement
of the radiographic density with a densitometer, and plot-
ting density curves. During the 1 hour of the test the ac-
tivity of the developer changed. They also stated that
costly and complicated equipment was necessary and that
trained personnel were needed. It was evident that only the
largest x-ray departments could supply the necessary equip-

ment and personnel. Therefore, they proposed a chemical

method for determining the activity of developer solutions.
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The test involved the use of burettes, plpettes, flasks,
indicator solutions, titrations, and computations.

Nichols and Moseley (1957) stated that although chemi-
cal methods of developer control seemed attractive they only
tested the oxidation-reduction potential of the developer.
The complicated interaction of other salts in the developer
could not be determined by simple chemlical methods that had
been proposed. They proposed a sensitometric method of test-
ing darkroom function, by using a sensitometer and
densitometer.

The need for a relatively simple and inexpensive method
for periodically checking the efficiency of film processing
procedures was indicated by Trout, Kelley, and Anderson
(1971). They proposed the use of a standard light source to
expose the film to remove the var.able assoclated with er-
ratic x-ray machine functions. They duplicated Nichols and
Moseley's system using other parts to replace some that were
no longer avallable. 1In addition, they improved Nichols and
Moseley's system by using a voltage stabllizer to counteract
line voltage fluctuations, and lengthened the exposure time
to reduce timing errors with short exposures.

Faix, Van Tuinen, and Kereiakes (1973) addressed the
problem of quality control in the use of automatic process-
ing. They stated that operational variability of automatic
processing units was a contributing factor to the production
of defective quality radiographs and had not been reported

in the literature. They observed that a practical, easy to
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use method to maintain quality control of film processing

was needed. They suggested that the use of a stepwedge with
visual comparisons of the resulting densities being the 1deal
approach. However, they recognized that there were 1inherent
problems related to exposure of the stepwedge with an x-ray
machine. For example, each succeeding step of the stepwedge
altered the quality of the radliation received, and variations
in line voltages also complicated the use of a stepwedge.
Therefore, they recommended using a sensitometer and densi-
tometer to get an accurate evaluation of changes in film pro-
cessing. An important concept mentlioned was that the instru-
mentation necessary depended upon the amount of preclision
required.

As stated 39 years earlier by Wilsey (1934), a preci-
sion of 5% or better in photographic photometry of roentgen
rays was usually required. He stated that photogrpahic ma-
terials were intended primarily for recording images for
visual inspection. They were not designed for the measure-
ment or comparlison of radiation intensities, although they
could be useful for that purpose if proper techniques were
followed. He stated that it 1s difficult to be sure of the
uniformity of the activity of the developer, which may be
affected by variations in the quality of chemicals, the pro-
cedure of mixing, age of the solution, etc. Therefore, it
seemed almost impossible to specify and reallze standard

conditions of development with sufficlent precision for pho-

tometric purposes. Sensitivity variations of no importance
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in practical radiology could be quite objectionable in in-
tensity measurements. Even the sensitivity variations over
the area of a single film may exceed the permissible error of
measurement of radiation intensity.

Seemann and Roth (1960) designed a stepwedge in an at-
tempt to overcome the limitations of varying thicknesses of a
stepped wedge, altering in different amounts the quality of
radiation received by the film. They improved the design by
making an aluminum stepwedge symmetrical about the middle
step to reduce the effect of non-uniform scatter from vari-
ous thicknesses of the wedge. In order to make the densi-
ties even more uniform they added a thin copper sheet .053
mm thick to the base of the symmetrical stepwedge to act as
a filter for removing scatter radiation.

Wilsey (1925), Nichols and Moseley (1957), Cronin
(1978), Trout, Kelley, and Anderson (1971), and Faix, Van
Tuinen, and Kerelakes (1973) all used a sensitometer in qual-
ity control. In an attempt to eliminate the need for a sen-
slitometer in quality control of processing solutions, Polan-
ski and Smith (1968) used pre-exposed control film strips.
They found that pre-:2xposed film strips that were aged for 3
months had faded latent 1mages and were not as sensitive to
changes in developer activity as were images on freshly ex-
posed film strips. Having previously ruled out using x-rays
for exposing fresh test films, they concluded that the use of
a sensitometer was the best method of monitoring processing

solution activity, and that the use of pre-exposed films, as
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well as non-screen films exposed with an aluminum stepwedge
to x-rays, were almost useless in film processing control.
Polanski and Smith di1d not define the magnltude of the pro-
cessing errors they intended to detect.

The problem of latent image instability and fading, as
encountered by Polanski and Smith, had been investigated 14
years earlier by McLaughlin and Ehrlich (1954). They stud-
ied latent image fading of 6 different films with storage
time and found variations in the amount of fading due to
many variables. Time, emulsion type, atmospheric chemicals
(02), and physical factors--such as temperature, grain size,
humidity, and the type of processing--were all involved in
the fading process. In addition, the relative importance of
chemical and physical causitive agents probably differed for
various types of emulsions. McLaughlin and Ehrlich studled
latent image fading during only the first 6 days after
exposure.

Heat and humidity are the 2 factors that most often
affect the aging of film (Eastman Kodak Company, 1984),.
These elements can be controlled to some degree by protect-
ing film from heat and sealing it in vapor-resistant con-
tainers. Other environmental factors also contribute to
changes with age.

The effects of processing in photographic monitoring
were ianvestigated by Corney (1952). He stated that the most

important requirement in measurements of radlation by means
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of photography 1s the processing of the exposed film. He
measured the percent error in dosage measurement using non
screen film with various development times, development tem-
peratures, and the chemical exhaustion of developer. He
found that a 2-minute redvction in development time (from a
S5-minute optimum) produced an error of approximately 30% in
dosage measurement, while a 2-minute increase produced ap-
proximately a 20% error. A 4°F drop in developer tempera-
ture from a 68°F optimum produced approximately 20% error in
dosage measurement, while a U°F increase produced approxi-
mately a 10% error. A 20% error in dosage measurement oc-
curred with approximately 6,000 square inches per gallon of
processed film. All 3 experiments were based upon films
exposed to give density 1 when properly processed.

Products for use in diagnostlc radiology quality assur-
ance were listed in a catalog published by the Bureau of
Radiological Health (1977). Nine sensitometers were listed
and ranged in price from $145.00 to $1600.00. The average
1977 price of the 9 sensitometers was $582.00,

Lorimer (1974) devised a method to make a simplified
sensitometer from a wooden box containing an electronlc
flash. Readings from test strips were recorded by a densi-
tometer and characteristlic curves were plotted to obtain
contrast, fog level, maximum density, and emulsion speed.
Any changes 1n these curves with subsequent strips would

measure some alteration in processing. She stated that it
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was not always necessary to plot a curve because gross faults
could be seen by visual examination.

Dobrin et al., (1974) found automatic processor reli-
ability to be questionable. Since the film processor 1s a
vital link in the production of high quality radiographs,
some form of quality control must be used. They stated that
the minimum equipment necessary for a monitoring program
includes an accurate thermometer, a densitometer, and a sen-
sitometer. Cronin (1978) also stated that the best approach
to quality assurance programs 13 with the frequent use of
sensitometry because the processing operation must be evalu-
ated more often than the output of the x-ray equipment.

McLemore (1981) stated that the accuracy of the peak
kilovolt set on the control panel can have a dramatic effect
on the overall quality of the finished radiograph. She also
stated that a variation in the peak kilovolt reading will
result in a greater change on the radiograph than an equal
variation 1in target-film distance, exposure time, or tube
current setting. McLemore described one of the most widely
used calibration instruments, the Wisconsin peak kilovoltage
test cassette, which 1s made up of 5 copper step wedges in-
corporated in a modified 8 by 10 inch cassette. Pairs of
circular density spots are matched to indicate the kilovolt
peak. An accuracy of plus or minus 4 kVp can be achleved
with eye matching of the density steps and an accuracy of
plus or minus 2 kVp can be achieved with densitometric match-

ing of the density steps.
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Quality Assurance 1n Dental Radlography

A few weeks after Roentgen's anncuncement of the dis-
covery of x-rays, no meters had yet been devised for deter-
mining the quality or guantity of the x-ray beam produced
(Preece, 1969). The accepted method of estimating the x-ray
beam quantity and quality was for the operator to hold a
fluorscope in his right hand and place his left hand in front
of it, start the machine, and adjust the rheostat until the
bones of the hand showed clearly. This was one of the earll-
est quality assurance methods and led to the deaths of many
early radiologists. Eventually the human hand was replaced
by the osteoscope, which consisted of a skeleton's hand, held
by the operator whose hand was enclosed in a protectilve
shield.

Price (1901) stated that there had never been any stand-
ard adopted for expressing x-rays of varilous gualities, but
he stated that Roentgen made a radiometer of platinum foil
.0026 mm thick with 15 circular windows. In each window he
placed 1 additional number of discs of aluminum foll 0.0299
mm thick. X-rays passing through thls radiometer indicated
the penetrating power of the beam by the number of windows in
which the absorbability was the same in the platinum and alum-
inum. Price stated that Roentgen's idea was excellent but,
since dental radiography required x-rays of higher penetra-
bility, Roentgen's radiometer was hard to read. He had used

an aluminum wedge 8 inches long and 1 inch wide, bullt up
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with layers of .65 mm thickness. Each step was numbered with
lead numbers. This wedge was used with the fluoroscope to
Judge the penetration of x-rays with great accuracy, but 1lts
size was a great disadvantage. Price therefore recommended a
radiometer which was just as accurate, while belng very cheap
and easy to secure. It was made of pure copper rolled accu-
rately to 0.1 mm thickness, and built up in 12 steps. Each
step was flooded with rubber cement or glue, then wrapped
with thin strong paper, and allowed to dry. On one end was
cut some small gauges 1/8 inch wide using a pair of shears.
The radiometer was laid on the end of the film to extend be-
yond the teeth when radiographing the patient or when using
the fluoroscope. The information obtalined indicated the prop-
er x-rays to be used.

Two different methods were described by MacKee (1914)
in estimating both the quality and quantity of an x-ray bean.
He stated that in estimating the quality (hardness or pene-~
tration) of an x-ray beam, some sort of penetrometer should
be used. There were several types on the market at that
time, but he found nothing superior to the Benoist radiochron-
ometer. This instrument was composed of a central disc of
silver surrounded by 12 discs of aluminum arranged like num-
erals on the face of a clock. These sectors ranged from 1 to
12 mm in thickness. The value of the Benoist radiochronome-
ter was based on the silver varying but little with an in-
crease in the hardness of the x-rays, whereas the transpar-

ency of the aluminum increased greatly with increased
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penetrating power of the x-ray beam. When a radiograph of
this instrument was made, the shadow of one of the aluminum
sectors would correspond in density with that of the silver
disc thereby estimating the degree of hardness of the beam.
The aluminum discs were numbered from 1 to 12, and if number
5 matched the silver disc density, then the beam was said to
be a "number 5 Benoist." MacKee also described an instru-
ment used to estimate the quantity of rays, the Holzknect
radiometer. Its function was based upon the action of x-rays
on a platino-cyanid of barium, which was a bright green color
when freshly prepared. When exposed to x-rays it gradually
assumed a yellowish brown color, and finally, a reddish brown
color. By exposing a tablet and comparing it to a standard
color, the radiometer gave an idea of the quantity of x-rays
which had been delivered. That quantity was then related to
the quantity of ray necessary to produce an erythematous re-
action of the skin of the face of a middle-aged male. Use of
the Holzknect radiometer determined the quantity of x-rays
below the erythematous dose which, at that time, was consid-
ered to be a safe dose.

A more technical method of dental quality control call-
ed "sensitometry" was described by Wilsey (1930). A seriles
of known exposures was impressed upon dental film by a spe-
clally designed machine called a sensitometer. Strips of
film were then developed, and characteristic curves were

obtained indicating the various characteristics of dental

.
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film. Developing procedures could then be optimized to yleld
the best quality radiographs.

A penetrometer designed to fit on a dental film was
described by Austin (1934). He used a rectangular bar of
duralumin 1 inch long and graduated with segments varying
from 1 to 5 mm in thickness. He found that too little of
the metal was penetrated by the x-ray beam to be useful in
recording the photographlic effect. He then made another
penetrometer the same size using magnesium, which has a spe-
¢cific gravity about half that of duralumin. Variations in
exposure, development time, and target-film distance could
readily be shown by comparison of photographlic lmages of the
penetrometer on 2 films.

A clear understanding of photographlc effects of 1lon-
1zing radiations was essentlial for the satisfactory formula-
tion of a film monitoring program (Cowing and Spalding,
1949)., They stated that quantitative errors seldom exceed 5%
when film of the same type and emulsion numbers are simultan-
eously developed, but a difference as great as 30% should be
expected if the fllms were developed at different times.

This error could rise to 50% or more if films of different
emulsion numbers were used.

Price (1973) described a sensitometric method for use
in dental radiology to reduce errors caused by varilations in
emulsion and processing. A brass strip 3 mm thick, 25 mm
wide and 50 cm long was supported on nylon runners. It was

propelled by an electric motor by means of a silk thread
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attached to one end of the brass strip and connected to the
motor. By varying the speed of the motor, the strip was
made to progressively uncover a film during exposure. This
enabled values of density to be plotted against length of
exposure in the form of a sensitometric curve. Processing
techniques could then be compared and controlled.

Wuehrmann, Jamison, and Manson-Hing (1963) found a wide
variability in processing techniques in a study of 195 den-
tal offices and clinics. Gibbs, Crabtree, and Johnson (1977)
also found that the incidence of ilnadequate processing tech-
niques was surprisingly high and was a major cause of un-
necessary patient exposure.

Pentel and Hyman (1967) stated that developer activity
was one of the most prevalent factors in the production of
an unsatisfactory clinical radiograph. They proposed a
method to detect developer changes that used a series of 4
previously exposed reference films. Pre-exposed test films
were periodically developed and compared with the reference
films to assess developer changes. They stated that produc-
tion of the standard reference films was completely depend-
ent on the avallability of a densitometer. They also stated
that the pre-exposed test films could lose some of their
effect with time, and that, although data on this matter 3
were incomplete, test films should be used within 3 months. ;

Buchholz (1975) found that considerable output varia- ;
tions exist in dental x-ray generators when operated with l '

the same kilovoltage and milliamperage factors. He stated




PPURIIDINR S O

23

that dentists using the recommended exposure factors may

find radiographs of poor density and must often resort to
trial and error methods of establishing proper exposure,
which is not consistent with ideal radiatlion health concepts.
Fallure to achleve dlagnostically acceptable radliographs be-
cause of machine inaccuracy was frustrating and discouraging
to the practitioner.

Spectroline™ marketed a dental x-ray quality control
system used to analyze x-ray exposure to dental films. It
consisted of a 2-step density stepwedge with an area that
blocked x-rays, and was used in combination with a control
f1lm standard. If step densitles were correctly processed
but were too light relative to the standard film density,
then exposure time was 1increased. Conversely, 1if step den-
sities were too dark, exposure time was decreased. The area
of the stepwedge blocked from x-rays was clear when properly
processed. If the clear step was fogged, an ll-point check-
list was used as an ald 1in locating the fog source. The test
was based on the assumption that correct processing proce-
dures were followed.

Brown, Winkworth, Anderson, and Jarman, (1973) stated
that without quality control in film processing, inadequate
radiographs can result, and that inconsistencies in process-
ing techniques are recognized as a major problem in dental
radlography. They therefore monitored processing solution
activity with the use of an aluminum stepwedge and densito- ;

metric readings to determline the number of satisfactory
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intraoral radiographs that could be produced before degra-
dation of the processing solution occurred. Degradation of
the processing solution in a 5-gallon tank was first noticed
at the Tdth processing session when 6,965 films had been pro-
cessed. Even at this point clinical radiographs processed in
the solutions were acceptable. They stated that the evalua-
tion was subJective and that no attempt was made to establish
at what polint radiographs became unacceptable. Even though
the study showed that dental radiographic processing solu-
tions seem to be capable of processing more radiographs of
satisfactory quality than had been anticipated, this approach
to quality assurance was directed toward the processing solu-
tion only.

Eastman Kodak Company, in Dental Radiography and Pho-

tography (1928), stated that new 1/2-gallon tank outfits
reduce mixing operations to a minimum. It was stated that
upwards of 80 dozen dental films could be put through the
1/2-gallon tanks of solutions.

Additionally, Eastman Kodak Company, in Dental Radiog-

raphy and Photography (1930), stated that approximately 125

l4~f11lm full-mouth x-ray examinations could be processed in
l-gallon processing solutions. However, the solutions nust
be discarded at least once a month no matter how little they
were used because the solutions naturally deteriorate when
exposed to the atmosphere, whether or not the number of

films given above were processed within that time period.
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Manson-Hing (1979) presented a series of relatively
simple and inexpensive quality assurance tests that check
developer and fixer solution strength, darkroom integrity,
safelight conditions, timer accuracy, machine output, col-
limation and focal spot slize. An aluminum stepwedge was
used to check developer strength, while the measurement of
clearing time gave an indication of fixer strength. A "coiln
test" was used to insure proper darkroom integrity and safe-
light conditions, while an aluminum stepwedge was used to
check x-ray machine output. A "spinning top" was used to
check timer accuracy. Collimation was checked with a com-
bination using a coin, paper cllip, and thumb tack as identi-
fying objects on periapical fiims. The periaplical films
were then traced on r <er %o reposition for the collimation
evaluation. PFocal spot condition was checked with a pinhole
in a lead sheet and film supported with an empty perlapical
f1ilm box. Though the tests were inexpensive and simple to
perform, separate tests were required for each dental radio-
graphic problem checked.

Beeching (1980) devised a penetrometer for measuring
the peak kilovoltage emitted by dental x-ray units. He mod-
ified an intraoral dental occlusal cassette (6 by 8 cm) to
be used as a penetrometer to measure both peak kilovoltage

between 35 and 70 kVp and the total filtration of the x-ray

2
{
unit. Portions of the front of the cassette were cut away !'

. and 10 copper discs ranging in thickness from .05 to 0.5 mm

( in .05 mm steps were cemented inside the front portion of

~ o
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the cassette. The operating kVp was determined by expos-
ing an occlusal screen film in the modifled cassette and
measuring the densities underneath the copper discs. This
could be done by eye, but a better result was obtained by
using a densitometer. A graph of copper thickness against
density resulted in a "copper number” related to peak kilo-
voltage. Total filtration was found by reference to the
results obtained from an x-ray unit of calibrated operating
kVp using a series of known filters. The occlusal cassette
penetrometer proved reliable, accurate, and reproducible in
use for kilovoltage testing but gave rather varliable results
when used for measurement of total filtration.

Gould and Gratt (1982) devised 2 quality assurance
tests to detect both x-ray machine output problems and film
processing changes prior to patient exposure. They designed
a sensitometer specifically to use with dental x-ray film.
It exposed perilapical films to light emitted from an elec-
troluminescent panel. The films were then processed and
compared with a reference film to detect changes in the de-
veloper solution. X-ray machine changes were tested by ex-
posing a periaplical film to x-rays with a phantom placed
over the film, then processing the film and comparing it
with a reference radiograph. The phantom consisted of a
plastic box containing an aluminum stepwedge, a human third

molar, and wire meshes. The total system cost was $230.00.

this test.

i
They stated that user motivation was a necessary part of ﬂ
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Gratt and Gould (1983) stated that criticism of their
system from several dental test facllities indicated that
the dally monitoring procedure required too much time. They
stated (1983) that the dental auxiliaries did not like using
the system as 1t interfered with other dental tasks. Den-
tists were mildly indifferent and too busy to be involved
with the system. A possible solution was to shorten the
procedure by using only the x-ray phantom portion of the
procedure and eliminate the use of the senslitometer.

Crabtree (1983) devised a monitoring device for dental
radiographic systems. Dental fllms were exposed to x-rays
under a sheet of copper, processed, and compared with a strip
of numbered density steps. A record was made of the denslty
number that matched the test radlograph. After a set number
of days the procedure was repeated and any density differ-
ences were recorded. If the match was off by 2 or more steps,
exposure and/or processing procedures were checked. The pro-
cedure was then repeated to confirm the correction.

Manson-Hing (1982) devised a single quallty assurance
test that detects changes 1in both the developer solution and
x-ray machine output. The test object is an 8-step aluminum
stepwedge. A standard reference radiograph i1s prepared at
the time the machine 1s installed or whenever the machine
has been 1inspected, calibrated, and determined to be func-

tioning properly, and when the processing solutions are fresh

and the processor is functioning properly. The standard
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reference radiograph and all susequent test radliographs are
made with the same exposure factors used for maxillary an-
terior radiographs using the aluminum stepwedge as the object
at a constant tube fllm distance.
Whenever processing solutions are changed, a series of
"test films" are exposed. The number of films must be great-
er than the average number of days of processing solutions
working life. The exposed test films are stored in a lead
container in a cool, dry place away from x-rays. One test
film 1s processed in the fresh solutions and compared with
the standard radliograph. If the step densities are 2 or more
steps different than the standard radiograph, the x-ray ma-
chine needs to be checked. When the processed test radio-
Zraph closely matches the standard radiograph 1t becomes the
reference radiograph for the series of test films. At the
start of each day 1 test film 4is processed and compared with
the series reference radiograph. If the stepwedge image 1s 2
or more steps different than the reference radiograph, the
processing solutions are changed. When the solutions are
changed, a new series of test films are exposed. The first
processed test radlograph 1s compared with the original stand-
ard radiograph to check x-ray machine performance and to es- i
tablish a new reference radlograph for the next series.
In the unified test, the auxiliary visually measures

radiographic quality changes in the stepwedge image prior to Y

exposing a patient to x~rays. The use of the test is based
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upon the concept that when the teat indicates that both
x-ray machine and processing is 1n a "go status,"™ loss of
diagnostic information will not occur from these potential
sources of error. Radiographic changes can be detected nmuch
easler from a stepwedge 1mage than from images of teeth and
bone. Cost, time and effort in preparation and use of test
material 1is minimal, and the processing of 1 film daily does
not interfere with normal auxiliary performance. This test
is currently belng used in a quality assurance program at
the University of Alabama School of Dentistry in Birmingham.
Though this test appears to be useful, it is based upon data
concerning the stepwedge use 1in a series of individual tests.
It thus lacks adequate research data to substantiate its
accuracy when used as a single test for the detection of

both machine and processor changes.




MATERIALS AND METHODS

A serles of measurements of film, film processing, and
x-ray machine variables determined the accuracy of an alumi-
num stepwedge for 1its use in quality assurance. The entire
project consisted of a series of 21 individual studles.
Materials and methods will be presented in 6 groups. Some
of the equipment was used repeatedly throughout the entire
project, and will be presented first. Materlals and methods
for the study of latent image fading will be presented next,
followed by those items for the studies into visual perform-
ance, manual processing variables, and automatic processing
variables. Finally, materials and methods for the studles
into the accuracy of an aluminum stepwedge to reflect chang-

es in x-ray machine output will be presented.

Standard Equipment

A stepwedge capable of being placed on an intraoral
film and made of commercially pure aluminum was used through-
out this study. Its base was 10 mm by 30 mm. There were 8
steps of 2 mm thickness each, with the surface of each step

measuring approximately 4 by 10 mm. Throughout this study
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the aluminum stepwedge will be referred to as the test
object.

Radlography of the test object was completed with the
film placed on a sheet of lead (Flgure 1). The test object
was placed on the film. Tube film distance was standardized
at approximately 17 inches using the width of a standard
Intraoral film to establish end of cone to film distance.
All exposures with the test object were made with beam per-
pendicular to the film. The long axis of the test object
was positioned 90° to the long axls of the x-ray tube to
minimize the "heel effect" of the x-ray beam.

X-ray films used throughout this study were Eastman
Kodak X-Omat S panoramic dental film and Eastman Kodak Ultra-
speed DF-58 intraoral film. All similar films in each study
had the same emulsion number.

A Dupont Cronex™ sensitometer (Figure 2) with an opti-
cal stepwedge was used to produce constant latent images 1in
the X-Omat S film. The sensltometer was designed to consis-
tently expose films to the same amount of light through an
optical stepwedge. A pre-test confirmed the reproducibility
of the sensitometer. Radiographic density measurements were
made on a 2 mm diameter circular area of a radiograph with a
Macbeth model TD502 densitometer (Figure 3). Each density
measurement was determined by averaging the density measure-
ments of 3 areas. Three steps of each stepwedge image were

used and these steps were the highest, middle, and lowest
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Figure 1

Relationship of test object, film, and
x-ray tube for film exposure
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density steps. Base plus fog measurements were made from
unexposed films after processing.

A Phillips 4190 non-replenishing automatic processor was
used for all automatic processing procedures. A non-replen-
ishing automatic processor was used because it has a greater
processing variability than does a replenishing automatilc
processor. Eastman Kodak RP X-Omat processing solutions,
which were used for all automatic processing, were mixed ac-
cording to the manufacturer's directions 24 hours prior %o
the first processing session to allow solutions to stabllize.

A standard processing tank with solution insert tanks
and temperature controls were used for all manual processing
except for chemical depletion studies, in which a 1/10-gallon
( capacity was used. The tanks were thoroughly cleaned prior

to solution mixing. Eastman Kodak GBX processing solutions
were used for all manual processing, and were nixed according
to the manufacturer's directions 24 hours prior to the first
processing session to allow solutions to stabllize before
use.
Processing temperatures were measured with the sanme
thermometer. During tank processing, the processing rack
was agitated up and down twice at the time of initial immer-
sion and at the middle of the developing processing period.
, A stopwatch was used to measure all processing times. Radilo-
. graphs were washed for 20 minutes in running water and dried

( in a hot air dryer in a dust-free room.
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The darkroom was checked for light safety with a coin
test, and the results were measured with the densitometer.
An ML-2 and a Wratten 6B safelight were used, and the safe-
lights were checked with a coin test. The results were
measured densitometrically.

A General Electric 1000 x-ray machine with a 16 inch
cylinder was used. Beam diameter was 2 3/4 inches at the
cylinder end. The x-ray machlne timer accuracy and repro-
ducibility were measured with an impulse timer. X-ray out-
put reproducibility was measured with a Victoreen 5R ion-
collection chamber at 70 kVp and 10 mA. Filltration was 2.5
mm aluminum equivalent. Half-value layer of the beam was
2.15 nm aluminum equivalent at 10 mA, and 2.05 mm aluminunm
equivalent at 15 mA with the kVp indicator in the same posi-
tion on the kVp meter.

All exposures with the test object were made with the
same exposure factors used for maxlillary anterior radio-
draphs (70 kVp, 10 mA, 1 second) unless otherwise specified.
This {s because the test object was designed to produce a
visible range of densities from light to dark, using expo-

sure factors for maxillary anterior radlographs.

Latent Image Fading

One hundred and fifty intraoral films were individually

exposed with the test obJect. All films were exposed with
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the same exposure factors and were stored in a lead con-
talner away from x-rays.

One screen film was exposed to light in the sensitome-
ter, developed at TO°F for 6 1/2 minutes as 1s required by
the film, completely processed, and the step densities meas-
ured. Five of the exposed intraoral films plus 1 unexposed
film were developed at the same temperature for 4 1/2 min-
utes as 13 required by the film. The step densitles were
measured. At subsequent three day intervals, at approxi-
mately the same time of day, another screen film was exposed
to the same amount of light in the sensitometer, processed,
and the step densitles measured. When the step densities
varied more than 5% from the first radiograph, adjustments
were made in the development time to bring the step densi-
ties within 5% of the original. This procedure established
the processing conditions where the developer solution funec~
tioned with the same amount of activity as for the previous
radiographs. Five nore exposed intraoral films plus 1 un-
exposed film were then simultaneously processed and the step
densities measured. This procedure was repeated every 3
days for 90 days. Data were transposed to a graph of den-
sity (less base plus fog) versus time for both sensitometer

and test object radlographic step densities.
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. Visual Performance Factors

Clinically Acceptable Density Range

A phantom was constructed using a human mandible and a
wax/paraffin nmixture on the dry mandible to simulate soft
tissue density. A bicuspid area was used as representative
of the varying thicknesses of the teeth bearing areas of the
skull. Radiographs of the phantom were indistingulshable
from clinical radlographs. A repositioning device to main-~
tain consistent film placement was made. The phantom and x-
ray tubehead were in a fixed position with the tube-film
distance and angulation of the beam constant.

A series of 20 intraoral films were exposed using the

( phantom. Exposure times were adjusted to produce radio-~
graphs ranging in overall densities from obviously too light
! to obviously too dark. A record of exposure factors was
! maintained for each radiograph.

All 20 radiographs were shown independently to 20 den-
tists. Thirteen different dental viewboxes with normal
room illumination were used to represent the various viewing

; conditions commonly used by dentists. The 20 viewers were
asked to evaluate the overall film density on a subjective
basis as being either excellent, good, falr, marginal, or
not acceptable. Pigure 4 shows the instructions and record-
ing form given to each viewer, |

(w Data were transposed to a scattergram to show the num-

ber of responses in agreement in each category, and the
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clinically acceptable density range was determined. Data
from the 2 clinically determined density extremes were trans-
posed into stepwedge density ranges using the same exposure
times with the test object 1n place of the phantom. The
clinically acceptable density range was expressed in terms of

its range, in step densities, as reflected by the test object.

Visual Matching

A serles of 10 intraoral films were exposed with the
test object. One film was exposed with exposure factors
normally used for maxillary anterior periapical radiographs.
This radlograph was the reference radiograph. A second radilo-
graph was exposed with the same exposure factors and was used
as a duplicate. A third radlograph was made by varying the
exposure time to provide a range of step densities 1/2 step
darker than the reference radiograph. The l1/2-step density
change was identified densitometrically. The fourth film was
exposed to produce a range of step densities 1/2 step lighter.
The fifth and sixth films were exposed to produce a l-step
change lighter and darker. The seventh and eighth films were
exposed to produce a 1 1/2-step change lighter and darker
than the reference radiograph. The ninth and tenth films
were exposed to produce a 2-step change lighter and darker
than the reference radiograph.

To simulate viewing conditions commonly used by dental
auxiliaries, U4 different viewboxes were used with ordinary

overhead 1llumination in 4 different rooms. Thirty dental
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auxillaries were the readers. Eighteen were dental assis-
tant students, and each had approximately 8 months of dental
assisting education. Flve readers were senior dental hygiene
students with approximately 1 1/2 years dental hygiene educa-
tion. Pour of the readers were dental secretaries with no
experience with radiographic interpretation. Three of the
readers were dental asslistants with an average experience of
12 years.

The radiographs were shown individually to each of the
30 dental auxiliaries. The reference radiograph was indivi-
dually matched with each of the other 9 radiographs which
were randomized. The readers were asked to position the ref-
erence radlograph and each radiograph where similar steps
have the same density. The readers were instructed to posi-
tion the test film halfway between 2 steps 1if whole steps
could not be matched. Once a match was made, the readers
were instructed to double check thelr decision by moving the
test radlograph up and down to check for the possibility of a
better match. The number of steps and the direction (lighter
or darker) of the positioning of the test film, relative to
the reference film, was recorded.

Data in the form of positioning errors, in terms of the
number of steps mlissed, were determined. A histogram was
made to show the percentage of correct responses. The accur-~
acy of the visual matching of similar density steps was thus

determined.
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Manual Processing Variables

Developer Dilution

Fifty intraoral films were individually exposed to x-
rays with the test object. Fresh processing solutions were
used, and constant processing times and temperatures were
malntained.

A screen film was exposed in the sensitometer, processed,
and the step densities measured. Five of the exposed intra-
oral films plus 1 unexposed film were simultaneously process-
ed and the step densities measured.

A fresh developer solution was diluted with water to
90% of the original concentration, and the same procedures
were repeated. Similar measurements were made at 10% inter-
vals for 80% through 10% concentrations. The relationship
between density (less base plus fog) and developer concen-
tration of sensitometer and test object radliographic step

densitlies was determined.

Development Time Variations

Forty intraoral films were individually exposed to x-
rays with the test object. All processing temperatures were
kept constant.

A f1ilm was exposed in the sensitometer and developed
for 1 minute and 26 seconds (22% of optimum development time).

The step densities were then measured. Five of the exposed

P e R L
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intraoral films plus 1 unexposed film were simultaneously
developed for 1 minute (also 22% of optimum development), and
the step densitles were measured.

The same procedures were repeated in 1 minute increments
for the test object films and proportionally for the sensi-
tometer films. Data showed the relatlionship between density
(less base plus fog) and development time changes for sensi-

tometer and test object radlographic step densitles.

Developer Aging

One hundred and fifty intraoral films were individually
exposed to x-rays with the test object. The films were
stored in a lead container away from x-rays. Fresh 5-gallon
processing solutions were used.

One screen film was exposed 1in the sensltometer, pro-
cessed, and the step densities measured. Filve of the expos-
ed intraoral films plus one unexposed film were processed,
and the step densitles measured. The sensitometer fllm was
developed for 6 1/2 minutes as 18 required by the film, and
all periapical films were developed for 4 1/2 minutes. All
processing was at TO°F.

Three days later, at approximately the same time of
day, the same procedures were repeated. Processing solu-
tions were kept covered during the 3-day interval between
processing sessions. The amount of time that the processing

solutions were uncovered was recorded so that at the end of
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the 90-day period the total amount of uncovered alr exposure
was known.

The same procedures were repeated every 3 days for 90
days. Data were transposed to a graph of density (less base
plus fog) versus time for sensitometer and test object radio-

Zraphic step densities.

Developer Chemical Depletion

Intraoral films were exposed with the phantom using the
optimum exposure factors for the radliographs determined to
be of excellent overall density in the experiment previously
conducted to determine the clinically acceptable density
range.

Fifty intraoral films were individually exposed to x~-
rays with the test object. Fresh 1/10-gallon developer solu-
tion and a 5-gallon fixer solution were used.

Fifty of the exposed films made with the phantom were
developed at T7O0°F for 4 1/2 minutes. These films were not
rinsed or fixed since they were used to degrade the devel-
oper solution only.

A film was exposed in the sensitometer, processed, and
the step densities measured. Five of the exposed intraoral
films plus 1 unexposed film were simultaneously processed
and the step densities measured. The senslitometer film was
developed for 6 1/2 minutes, as 1s required by the film, and
the intraoral films were processed for 4 1/2 minutes. All

processing was at TO°F,.
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The same procedures were repeated in increments of 50
films exposed to x~-rays with the phantom until the developer
solution was obviously depleted. Data were transfered to a
graph of density (less base plus fog) versus number of films
processed through the developer solution for both sensitom-

eter and test obJject radiographic step densities.

Fixing Time Variations

Thirty-five intraoral films were 1ndividually exposed
to x-rays with the test object. Fresh S5-gallon processing
solutions were used. All processing was at TO°F.

One film was exposed in the sensitometer, developed,
and fixed for 5 minutes, as is required by the film. The
step densitlies were then measured. PFive of the exposed in-
traoral films plus 1 unexposed film were simultaneously de-
veloped and fixed for twice the time for sensitometer film,
or 10 minutes. The step densities were then measured.

The same procedures were repeated using fixing times of
4, 3, 2, 1, 1/2, and 1/4 minutes for the sensitometer film
and 8, 6, 4, 2, 1, and 1/2 minutes for the periapical films.
Data were transposed to a graph of density (less base plus

fog) versus fixing time for both sensitometer and test ob-

Ject radiographic step densities.
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Fixer Temperature Varlations

Thirty intraoral films were individually exposed to x-
rays with the test object. Fresh 5-gallon processing solu-
tions were used. Developer and rinse temperatures were 70°F
for all processing, and all processing times were kept con-
stant for the sensitometer films as well as for the intra-
oral films.

One film was exposed in the sensltometer, developed, and
rinsed. This film was then fixed for 5 minutes at 60°F and
the step densities measured. Five of the exposed intraoral
films plus 1 unexposed film were simultaneously developed
and fixed for 10 minutes at 60°F and the step densities
measured.

The fixer temperature was increased to 65°F and the
same procedures were repeated. Similar measurements were
made at 5° intervals from 60°F to 80°F. One measurement was
also made at 83°F. Data were transposed to a graph of den-
sity (less base plus fog) versus fixer temperature for both

sensitometer and test object radiographlc step densities.

Fixer Aging
One hundred and fifty intraoral films were individually

exposed to x-rays with the test object. All films were
stored in a lead container away from x-rays. Fresh 5-gallon

processing solutions were used at 70°F,
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One film was exposed in the sensitometer, processed,
and the step densities measured. Five of the exposed intra-
oral films plus 1 unexposed film were then simultaneously 1
processed and the step densitles measured. Developing and
fixing times were kept constant at optimum for both sensi-
tometer and intraoral films.

Three days later, at approximately the same time of
day, the same procedures were repeated. Processing solu-
tions were kept covered during the 3-day interval between
processing sessions. The same procedure was repeated every
3 days for 90 days. The amount of time that the processing
solutions were uncovered was recorded so that at the end of

the 90~-day period the total amount of uncovered air exposure

was Xnown. Data were transposed to a graph of density (less
base plus fog) versus time for both sensitometer and test
object radlographic step densitles.

Automatic Processing Varilables

Developer Dilution

Fifty intraoral films were exposed to x-rays with the
test object. Fresh 2-quart rapld processing solutions were
used. All processing was at 86°F as set by the automatic
processor.

A section of screen film was cut to the slze of intra-
oral film to allow 1t to fit into the processing rack of the

automatic processor. The screen film was processed and the
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step densities were measured. Five of the intraoral films
plus 1 unexposed film were simultaneously processed and the
step densities measured. The same procedures were repeated
after diluting a fresh developer solution with water to 90%
of the original concentration. Similar measurements were
made using 80% through 10% concentrations at 10% intervals.
Data were transposed to a graph of density (less base plus
fog) versus developer concentration for both sensitometer

and test object radlographic step densities.

Developer Temperature Variations

Seventy intraoral films were individually exposed to x-
rays with the test object. Fresh 2-quart processing solu-
tions were used. PFixer solution and wash temperatures were
naintained at 86°F for all processing.

One fi1lm was exposed 1in the sensitometer. The devel-
oper solution was cooled to 60°F, and the sensitometer film
was processed along with 5 exposed test object films plus 1
unexposed film. The step denslitles were then measured.

The sanme procedures were repeated at 2° intervals from
60°F to 86°F. Data were transposed to a graph of density
(less base plus fog) versus developer solution temperature
for both sensitometer and test object radiographic step

densities.
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Developer Aging

Eighty intraoral films were individually exposed to x-
rays with the test object. All films were exposed with the
same exposure factors and were stored in a lead contalner
away from x-rays. Fresh 2-quart processing solutions were
used. All processing was at 86°F.

One film was exposed in the sensitometer and simultan-
eously processed with 5 of the exposed intraoral films plus
1 unexposed film. The same procedures were repeated every
other day, at approximately the same time of day, for 30
days. Data were transposed to a graph of density (less
base plus fog) for both sensitometer and test object radio-

graphlc step densities.

Developer Chemical Depletion

Intraoral films were exposed with the phantom using the
exposure factors for the radiographs determined to be of
excellent overall density in the experiment previously con-
ducted in determining the clinically acceptable density
range. Sixty-five intraoral films were individually exposed
to x-rays with the test object. PFresh 1/10-gallon developer
and fixer solution were used. Automatic processing was sim-
ulated by manually using the same processing times and temp-
eratures a3 in the automatic processor.

Porty of the previously exposed intraoral radiographs

with the phantom were developed at 86°F for 1 minute. These
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radlographs were not fixed or washed since they were used
only to degrade the developer solution.

A film was exposed in the sensitometer and simultan-
eously processed with 5 intraoral films exposed to x-rays
with the test object plus 1 unexposed film. The step den-
sitles were then measured. All processing was with the sanme
temperature and with the same processing times.

The same procedures were repeated in increments of 40
films exposed to x-rays with the phantom until the developer
solution was obviously depleted. Data were transposed to a
graph of density (less base plus fog) versus number of films
processed through the developer for both sensitometer and

test object radiographic step densitles.

Fixer Dilution

Fifty intraoral films were exposed to x-rays with the
test object. Each film was exposed with the same exposure
factors to produce similar latent images. Fresh 2-quart
processing solutions were used. All processing was at 86°F.

A film was exposed in the sensitometer and simultan-
eously processed with 5 of the exposed intraoral films plus
1 unexposed film. The step densities were then measured.

A fresh fixer solution ws diluted with water to 90% of
the original concentration and the same procedures were
repeated. Similar measurements were made for 80% through

10% concentration at 10% intervals. Data were transposed
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to a graph of density (less base plus fog) versus fixer
solution concentration for both sensitometer and test obJect

radlographic step densitiles.

Fixer Temperature Variations

Thirty-five intraoral films were individually exposed
to x-rays with the test object. Fresh 2-quart processing
solutions were used. Developer and wash temperatures were
maintained at 86°F for all processing.

One film was exposed 1n the sensitometer. The fixer
temperature was cooled to 60°F and this film was simultan-
eously processed with 5 of the exposed intraoral films plus
1 unexposed film. The step densities were then measured.
The same procedures were repeated at 5° intervals from 60°F
to 85°F and at 86°F. Data were transposed to a graph of
density (less base plus fog) versus fixer temperatures for
both sensitometer and test object radiographlc step den-

sities.

Fixer Aging
Eighty intraoral films were individually exposed to x-

rays with the test object. All films were exposed with the
same exposure factors and were stored in a lead contalner
away from x-rays. Fresh 2-quart processing solutions were
used. All processing was at 86°F.

One film was exposed in the sensitometer and simultan-

eously processed with 5 of the exposed intraoral films plus
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1 unexposed film. The same procedures were repeated every
other day, at approximately the same time of day, for 30
days. Data were transposed to a graph of density (less base
plus fog) versus time for both sensitometer and test object

radiographic step densitlies.

Machine Output Changes

kVp Variations

Five intraoral films were individually exposed to x-
rays with the test objJect at 10 mA for 1 second at every 5-
kVp interval from 50 to 90 kVp. Fresh 5-gallon solutions
were used, and all processing was at 70°F. Half value layer
for each kVp was measured.

One film was exposed in the sensitometer, processed,
and the step densitles measured. The 5 intraoral films ex-
posed at 50 kVp plus 1 unexposed film were simultaneously
processed and the step densitles measured.

The same procedures were repeated for each kVp. Data
were transposed to a graph of density (less base plus fog)
versus kVp for both sensitometric and test object radio-

graphic step densities.

mAs Variations

Five intraoral films were exposed to x-rays with the
test object at 10 mA and 70 kVp for each of 18 impulse set-

tings from 3 to 300 impulses. Five intraoral films were
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also similarly exposed at 15 mA with the kVp indicator in
the same position on the kVp meter, for each of 18 impulse
settings from 3 to 300 impulses. A total of 180 intraoral
films were exposed. Fresh 5-gallon processing solutions
were used.

A film was exposed in the sensitometer, processed, and
the step densitlies measured. The 5 intraoral films exposed
at 10 mA for 3 impulses plus 1 unexposed film were simul-
taneously processed and the step densities measured. The
same procedures were repeated for each of the other 17 conm-
binations. The same procedures were also repeated for all
mAs combinations at 15 mA. Data were transposed to graphs
of density (less base plus fog) versus mAs for both sensi-

tometer and test obJect radiographic step densities.
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RESULTS

The effectiveness of an aluminum stepwedge to detect
X-ray exposure changes and processing activity from a radlo-
graph depends upon the stabllity of the latent image and the
visual performance of the operator. The results of the in-
vestigatlion into latent image fading wlll be presented first. ‘
This will be followed by the results of the studies into
visual performance factors. Next, the results of the accur-
acy of the test object to detect manual processing changes
will be presented, followed by automatic processing changes.
Finally, the results of the accuracy of the test object to

detect x-ray machine changes will be presented.
Latent Image Fading

Latent image fading was determined by processing 5 of
150 periapical films previously exposed to x-rays with the
test object every 3 days for 90 days. Developer solution
activity was maintained at 100% + 5% by processing 1 film
exposed by the sensitometer at each of 31 processing ses-
sions. Twenty-six of the processing sessions had developer

solution activity within 5% of full proce<asing, and no
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alteration 1n developing time was necessary to maintain opt-
imum development activity.

Figure 5 shows the relationship between density (less
base plus fog) and time of sensitometer and test object rad-
iographs of 3 density levels. There was a gradual drop in
density of both sensitometer and periapical radiographs dur-
ing the first 48 days. Since all sensitometer films had
identical latent images, the density drop represents a slight
decrease in developer solution activity. Fresh developer
solutions were mixed on the 49th and 76th days of the 90-day
period. Step densities of the test object radiographs close-
ly paralleled the step densities of the sensitometer radio-
graphs at all density levels throughout the 90-day period.

No densitometrically detectable latent image fading occurred
during the 90-day perilod.

The results indicate that since the test object step
densities closely paralleled the sensitometer step densities
the test object functioned with the same accuracy as the
sensitometer in monitoring developer solution activity under

these conditions.
Visual Performance Factors
The range of overall radiographic densities clinically i

acceptable to dentists was ascertained and transposed to a

range of step densities in periapical radiographs of the

test objJect. The ability of dental auxiliaries to match
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visually simllar step denslties was studled to measure the

nmagnitude of error in this visual task.

Clinically Acceptable Denslity Range

Twenty dentists viewed separately 20 mandibular bicus-
pild radiographs ranging in overall density from obviously
too light to obviously too dark. Each dentist evaluated and
categorized each radiograph into one of 5 categories. The
20 viewers represented 211 years total professional experi-
ence with a range of 1 to 36 years, with a mean of 10.5
years experience. Eleven were graduate dental students and
9 were dental school faculty members.

Figure 6 shows the results of the evaluation. The
welighted mean for each radlograph shows that the optimum
exposure was 36 impulses. Radiographs with acceptable den-
sities were selected as being between marginal light to mar-
ginal dark densities. Of the 20 responses to the radio-
graphs made with 6 impulses there was 60% agreement that the
radiograph was marginal or falr. Density evaluations of the
radiograph made with 8 impulses indicated 95% agreement that
1t was marginal or fair., Of the 20 responses to the radio-
graph made with 105 impulses there was 50% agreement that the
radiographic denslity was marginal or fair. Density evalua-
tions of the radiograph made with 90 impulses indicated 80%
agreement that the radiograph was marginal, fair, or good.
There was 95% agreement that the radiograph made with 75

impulses was marginal to excellent. Marginally light
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radlographic densities were made with 7 impulses, and mar-
ginally dark radiographs were made with 90 impulses. Thus,
clinically acceptable radiographs were made with exposures
ranging from 7 to 90 impulses. Of the 13 radiographs exposed
within this range there was a total of 260 responses with
97.7% agreement that these radlographs had overall radio-

graphic densities that ranged from marginal to excellent.

Visual Matching

Thirty dental auxiliaries 1ndividually matched a ref-
erence radliograph of the test obJject wlth each of 9 differ-
ent test radlographs. The error involved with the visual
task of matching similar density steps was determined.

Pigure 7 shows the percent correct responses of 30 read-
ers for visual matching for the 9 different step density
shifts. Of the total of 270 responses, 144 (53%) were cor-
rect and 126 (47%) were incorrect. Ninety-four (75%) of the
mismatched responses resulted from an error of 1/2 step, and
32 (25%) mismatched the step densities by 1 step. None of
the 30 readers mismatched similar step densities by more than
1l step.

The results indicate that an average of 73% of the re-

sponses were correct for the matching of radlographs with

step densities shifts equal to or greater than the reference
radiograph. An average of 29% of the responses were correct

for the matching of radiographs with density shifts less than the

reference radliograph.
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Manual Processing Variables

A series of independent experiments measured the accur-
acy of the test obJject to detect changes 1in manual process-
ing solution concentrations, time, and temperature, as well
as chemical depletion and solution aging. The results are

presented for each varliable separately.

Developer Dilution

Developer solutions were diluted with water from 100%
to 10% concentration at 10% increments to measure radilo-
graphic density changes of the test obJect with concentra-
tion. All other variables were kept constant.

Figure 8 shows the relationship between density (less
base plus fog) and developer solution concentration for test
objJect and sensitometer radiographs. A developer concentra-
tion of 60% produced a step density shift of approximately
1/2 step in the periapical radiographs. Accordingly, a 30%
concentration produced approximately a l-step density shift,
while a 15% concentration produced a 2-step shift in step
densitlies. The data show that the sensitometer and test
object step densities closely paralleled each other. The
periapical radiographs of the test object functioned with
the same accuracy as the sensitometer in measuring or mon-

itoring developer solution dilution.
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Development Time Varlations

Development time was varied from 1 to 8 minutes to mea-
sure the radiographic density changes of the test object
with development time. The optimum development time for
periapical films was 4 1/2 minutes and 6 1/2 minutes for the
sensitometer films. Variations in development time were
made in l-minute increments for the periapical films and
proportionately longer for the light-exposed sensitometer
films.

Figure 9 shows the relationship between density (less
base plus fog) and development time of se..31tometer and test
object radlographs of 3 density levels. The data show that a
1/2-minute change in development time, longer or shorter than
optimum, produced approximately a l1/2-step density shift in
the periapical radiographs. Accordingly, a 3-minute change,
longer or shorter than optimuum, produced approximately a 1-
step density shift.

The data show that the test object step densities close-
ly paralleled the sensitometer step densities, with the ex-
ception of the 4 mm-step density. The sensitometer density
at this exposure obtained a maximum density after 4 minutes
and 22 seconds development time. The density of the 4 mm-
step of the test object continued to ilncrease with devel-
opment time up through 8 minutes. The other 2 lower step

densities closely paralleled the sensitometer step densities.
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Developer Temperature Variations

Developer temperature was varied from 60°F to 82°F in
2° increments and at 83°F to measure radliographic density
changes of the test object with developer temperature varia-
tions. All other varlables were kept constant.

Figure 10 shows the relationship between density (less
base plus fog) and developer temperature, of sensitometer
and test object radlographs of 3 density levels. A tempera-
ture increase or decrease of 10°F from optimum temperature
produced approximately a 1/2-step density shift in the test
objJect radliographs. The data show that the test obJject and
sensitometer step densities closely paralleled. The radlo-
graphs of the test object functioned with the same accuracy
as the sensitometer in detecting developer temperature

changes.

Developer Aging

Radiographic density changes were measured with degra-
dation of developer solution due to time and oxidation.
Five of 150 periapical fllms exposed to x-rays with the test
objJect were processed every 3 days for 90 days. Surface
area of the 5-gallon developer solution was 59 square inches
or 11.8 square inches per gallon. The developing solution
was covered throughout the 90-day period with the exception

of approximately 30 hours test time.
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Figure 11 shows the relationship between density (less
base plus fog) and time of sensitometer and test object
radlographs of 3 density levels. Developer solution degra-
dation with time and oxidation in the first 45-day period
produced approximately a 1/2-step density shift in the test
object radiographs, while degradation over the entire 90-day
period produced approximately a l-step density shift.

The sensitometer step densities and the test object
step densitles closely paralleled. The parallelism indi-
cates that the test object functioned with the same accuracy
as the sensitometer in detecting changes in developer solu-
tion age. Since the sensitometer films were freshly exposed
at each 3-day period, the data show that any latént image
fading of the test object radiographs made no densitometric-
ally detectable contribution to the gradual density shift

during the 90-day period.

Developer Chemical Depletion

Periapical films were exposed to x-rays with the phan-
tom and processed in 50 film increments to measure radio-
graphic density changes due to chemical depletion of the
developer solution. Each set of 50 periapical films was
processed in 1/10-gallon developer.

Pigure 12 shows the relationship between density (less
base plus fog) and number of films processed of radiographs.
This number of films processed in one-tenth sensitometer and

test object radiographs of 3 density levels. Developer

-
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solution depleted by 450 periaplcal films plus 63 test films
produced lighter step densities that were approximately 1l-
step density shift from fully processed periapical radio-
graphs. This number of films processed in 1/10-gallon of
developer extrapolates linearly by volume to 22,500 perlapl-
cal films plus 3,150 test films processed in 5 gallons of
developer. The data show that the sensitometer and test
object radiographic densities closely paralleled each other.
The test obJect functioned with the same accuracy as the
senslitometer in detecting changes in developer solution due

to chemical depletion.

Fixer Dilution

Fixer solution was diluted with water from 100% to 10%
concentration at 10% increments to measure radliographic den-
sity changes of the test object with fixer concentration.
All other variables were kept constant.

Figure 13 shows the relationship between density (less
base plus fog) and fixer solution concentration for test
objJect and sensitometer radiographs. There was no density
change in sensitometer or test object radiographs with con-
centration changes from 100% through 20%. A 10% fixer con-
centration produced unfixed radliographs.

The data show that the sensitometer and test object
radiographic step densities were closely parallel., The test
object functioned with the same accuracy as the sensitometer

in measuring or monitoring fixer solution dilution.
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Fixing Time Variations

Fixing time was varied from 10 minutes to 1/2 minute,
to measure the radiographic density changes of the test ob-
Ject with fixing time. PFixing time reductions for 1light
exposed sensitometer films were varied proportionately to
the times used for the periapical films.

Pigure 14 shows the relationship between density (less
base plus fog) and fixing time of sensitometer and test ob-
Ject radiographs of 3 density levels. There was no density
shift as the fixing time varied from 10 minutes through 1
minute for the periapical radiographs of the test object. A
1/2-minute fixing time produced unfixed radiographs.

The data show that the sensitometer and test object
radlographs closely paralleled each other. The test object
functioned with the same accuracy as the senslitometer 1in

detecting fixing time reductions.

Fixer Temperature Variations

Fixer temperature was varied from 60°F to 80°F at 5°-
increments and at 83°F to measure radiographic density
changes with fixer temperature variations. All other vari-
ables were kept constant.

Pigure 15 shows the relationship of density (less base
plus fog) and fixer temperature of sensitometer and test
obJect radiographs of 3 density levels. There was no den-

sity shift as fixer temperature was varied from 60°F to B83°F,
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Figure 15

The relationship between radiographic density (less

base plus fog) and fixer temperature of sensitometer

and test object radiographs of 3 density levels in i
manual processing .
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The data show that the sensitometer and test object
radliographs closely paralleled each other. The test object
functioned with the same accuracy as the sensitometer in

detecting changes in filxer temperature.

Fixer Aging

Radiographlc density changes were measured with degra-
dation of fixer solution due to time and oxidation. Flve of
150 periapical films exposed to x-rays with the test object
Wwere processed every 3 days for 90 days. Surface area of
the 5-gallon fixer solution was 59 square inches or 11.8
square inches per gallon. The fixer solution was covered
throughout the 90-day period with the exception of approxi-
mately 30 hours test time.

Figure 16 shows the rela‘ionship between density (less
base plus fog) and time of sensitometer and test object rad-
lographs of 3 density levels. There was a gradual drop in
both the sensitometer and test objJect densities during the
first 24-day period. Fresh developer solution was mixed on
the 25th day to bring the density levels back up to the orig-
inal. Similar results occurred with fresh developer solu-
tion mixes on the 37th and 73rd days. Since these developer
solution changes brought the density levels back up to the
original, the fixer solution was not the cause of the grad-~
ual drop in density between fresh developer solution mixes.
There was no detectable step density shift due to fixer aging

throughout the 90-day period.
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The sensitometer and test object step densities closely
paralleled each other throughout the 90-day period. The
parallelism indicates that the test object functioned with
the same accuracy as the sensitometer in detecting changes

in fixer solution age.

Automatic Processing Varlables

A series of independent experiments measured the accur-
acy of the test object to detect changes in an automatlic
processor solution concentration, temperature, and chemical
activity by depletion and aging. The results are presented

separately for each variable.

Developer Dilution

Developer solutions were diluted with water from 100%
to 10% concentration at 10% increments to measure radlograph-
ic density changes of the test object with concentration.

All other variables were kept constant.

Pigure 17 shows the relationship between density (less
base plus fog) and developer solutlon concentration of test
object and sensitometer radlographs. Developer solution
concentration of U45% produced a step density shift of approx-
imately 1/2-step lighter in the test object radiographs. A
25% developer concentration produced a step density shift
approximately 1 step lighter, while a 15% concentration pro- f

duced a shift approximately 2 steps lighter.
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The data show that the sensitometer and test object
step densities closely paralleled each other. The test ob-
Ject functioned with the same accuracy as the sensitometer 1in

nmeasuring or monitoring developer solution dilution.

Developer Temperature Variations

Developer temperature was varied from 60°F to 36°F in
2° increments to measure radiographic density changes of the
test object with developer temperature variatlions., All other
variables were kept constant.

Figure 18 shows the relationship between radiographic
density (less base plus fog) and developer temperature of
sensitometer and test object radiographs of 3 density levels.
A temperature of 8° below optimum produced a test object
radliograph with less density that had approximately 1l/2-step
shift in density. An 18° drop in developer temperature pro-
duced approximately a l-step shift 1n step densities.

The data show that the senslitometer radlographic step
densities for all 3 density levels decreased with a steeper
slope than the test object step densitles as developer tem-

perature decreased.

Developer Aging

Radiographic density changes were measured with degra-
dation of developer solution due to time. Eighty periapical
films were exposed to x-rays with the test object. Five

films were processed every other day for 30 days. The
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surface area of the 2-quart processing tank was 36.4 square !
inches or T72.8 square inches per gallon.

Figure 19 shows the relationship between radiographic
density (less base plus fog) and time of sensitometer and
test object radiographs of 3 density levels. Developer solu-
tion degradation during the first 10 days produced periapi-
cal radiographs with less density (approximately 1/2-step
density shift). Degradation during the first 16 days pro-
duced approximately a l-step density shift. Approximately a
2-step density shift resulted from 18 days of degradation,
and approximately a 3-step density shift was produced after

22 days.

{ Developer Chemical Depletion

Perliapical films were exposed to x-rays with the phan-
tom and processed in 40 film increments to measure radlo-
graphic density changes due to chemical depletion of the
developer solution. Each set of 40 periaplical films was
processed in 1/10 gallon of developer.

Figure 20 shows the relationship between radiographic
density (less base plus fog) and number of periapical films
processed of sensitometer and test object radlograph of 3
density levels. There was no step density shift in the test
object radiographs after U480 periapical films and 84 test
films were processed by the developer solution. This number
of films extrapolates linearly by volume to 2,400 periapical

and 420 test films processed by 2 quarts of developer
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solution normally used by the automatic processor. The data
show that the sensitometer step densitles gradually declined
with increasing numbers of processed periapical films while

the test object step densitles showed no change.

Fixer Dilution

Fixer solution was diluted with water from 100% to 10%
concentration at 10% increments to measure radlographic den-
sity changes of the test object with fixer concentration.
All other variables were kept constant.

Figure 21 shows the relationship between radlographlc
density (less base plus fog) and fixer solution concentra-
tion of sensitometer and test object radiographs. There was
no density change in sensitometer or test object radiograph-
ic step densities with concentration changes from 100%
through 60%. Below 60% all test object radiographs were
unfixed (residual silver halide crystals remained in the
emulsion). Sensitometer films were fixed with solutlons
concentrations as low as 30%. Below a 30% concentration the
sensitometer radiographs were unfixed.

The data show that the sensitometer and test object
step densities were closely parallel through a fixer concen-
tration of 60%. The test object functioned with the same
accuracy as the sensitometer in measuring or monitoring fix-

er dilutions as low as a 60% concentration.
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Fixer Temperature Varlations

Pixer temperature was varied from 60°F to 85°F in 5°

increments, and at 86°F, to measure radliographic density
changes with fixer solution temperature variations. All
other varlables were kept constant.

Figure 22 shows the relationship of radiographic den-
sity (less base plus fog) and fixer temperature of sensito-
meter and test object radlographs of 3 density levels.

There was no step density change in senslitometer or test
object radiographlc step densities as fixer temperature de-
creased from 86°F to 80°F. There was no step density change
in sensitometer step densities between 86°F and 60°F. Below
80°F the test object radiographs were unfixed.

The data show that the sensitometer and test object
radlographlic step densitles were closely parallel between
86°F and 80°F. The test object functioned with the same
accuracy as the sensitometer 1In detecting fixer solution

temperature variations between 86°F and 80°F.

Fixer Aging

Radiographic density changes were measured with degra-
dation of fixer solution with time. Five of 80 periapical
films exposed to x-rays with the test object were processed
every other day for 30 days. Surface area of the 2-quart
processing tank was 36.4 square inches or 72.8 square inches F

per gallon.
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Flgure 22

The relationship between radiographic density (less
base plus fog) and fixer solution temperature of
sensitometer and test object radiographs of 3 density

levels for an automatic processor
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Figure 23 shows the relationship between radiographic
density (less base plus fog) and time of sensitometer and
test object radlographs of 3 denslity levels. There was no
radiographlic step density shift in sensitometer or test ob-
Ject radiographs throughout the 30-day period.

The data show that the sensitometer and test object
radiographlc step densities were closely parallel throughout
the 30-day perlod. The test object functloned with the same
accuracy as the sensitometer in evaluating the condition of

the fixer solution over a 30-day period.

X-Ray Machine Output Changes

Two independent experiments measured the accuracy of
the test object to detect changes in x-ray machine output.
One experiment varied kVp with all other variables kept con-
stant. The other varied mAS with all other variables kept
constant. The results of the 2 studies will be presented

separately.

kVp Variations

kVp was varlied from 50 to 90 at 5-kVp increments to
determine step density changes in the radlographs of the
test object with kVp variations. The half value layer of
the 9 setting used was measured and found to be 1.75, 1.80,

1.90, 2.0, 2.15, 2.30, 2.50, 2.70, and 3.0 mm aluminum
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equivalent. Exposure time was 1 second at 10 mA for each
kVp setting used.

Figure 24 shows the relationship between density (less
base plus fog) and kVp for test object radiographs of 3 den-
sity levels. The sensitometer received the same amount of
light energy for each processing session, and the radiograph-
ic step densities showed no change throughout the experi-
ment, indicating constant processing. As the kVp increased,
the test object radiographlic step densities of all 3 density
levels increased. A change of 5 kVp produced approximately a
1/2-step density shift in the test object radiographs. A 10
kVp change produced approximately a l-step density shift,
while a 15 kVp change produced approximately a 2-step density

change.

mAs Variations

Radlographic density changes were measured with varia-
tions in exposure times from 3 to 300 impulses at 70 kVp and
10 mA, and also at 70 kVp and 15 mA with the kVp indicator in
the same position on the kVp meter. Figure 25 shows the re-
lationship between radiographic density (less base plus fog)
and exposure time of test obJject radiographs of 3 density
levels made with 70 kVp and 10 mA. Figure 26 was made with
70 kVp and 15 mA with the kVp indicator in the same position
on the kVp meter. The sensitometer radiographlic step den-

sities showed no change in both figures, indicating constant
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processing. In both Figures 25 and 26, a 15-impulse varia-
tion above 60 impulses produced approximately a 1/2-step
density change in test object radiographs while a 30-impulse
variation produced approximately a l-step shift in step den-
sities. In both Figures 25 and 26 a change of 15 impulses
below 60 impulses produced approximately a l-step density
change in the test obJect radiographic step densities, while
a 30-impulse chénge produced approximately a 2-step density

shift.
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DISCUSSION

The results were analyzed to determine the effective-
ness of the test objJect as used in a dental school quality
assurance test (Manson-Hing, 1982). The objective of the
stepwedge test 1s to detect both x-ray machine and film pro-
cessing changes prior to the loss of clinical diagnostic
quality. The range of clinically acceptable densities that
dentists use will be discussed first because the amount of
radiographic change the test must depict 1s directly related
to the clinically acceptable radiographic density range.

The effectiveness of the aluminum stepwedge to reflect x-ray
machine output changes will be discussed next because it
shows the amount of change that the stepwedge test can 1den-
tify in terms of film exposure and the clinically acceptable
density range. Next in the discussion will be the amount of
latent image fading that occurs over the time the stepwedge
test 1s expected to be used; this will be followed by the
test's sensitivity to detect manual and automatic film pro-
cessing changes. Finally, the error involved with the task
of dental agxiliaries to match visually radiographs of simi-

lar density steps will be discussed.
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Clinically Acceptable Denaity Range

Radlographlc density increases with the number of in-
pulses used for a given kVp and mA combination. Data from
Figure 6 show that dentists will accept radlographs having
densities produced with exposures that are approximately
250% above and 500% below the number of impulses that pro-
duce the most acceptable radiographic density. Optimum den-
sity of the stepwedge image used with the stepwedge test 13
obtained with an exposure of 60 impulses. Known exposure
factors allow conversion of the clinically acceptable den-
sity range into numbers of step density shifts in periapical
radiographs of the test object.

Figure 25 shows that when the 10 mm-step of the test
object 1s exposed with 150 impulses (a 250% increase in the
optimum number of 60) a density of 2.3 (above base plus fog)
is produced, and when the 10 mm-step 1s exposed with 12 im-
pulses (a 500% decrease in the optimum number of 60), a den-
sity of 0.2 (above base plus fog) 1s produced. Thus, the
clinically acceptable density range for the 10 mm~step 1s
2.1 (0.2 to 2.3 density above base plus fog). The 4 mm-step
of the test object produces a density range of 4.35 (0.4 to
4.75 density above base plus fog). The radiographic densi-
ties of the 8 steps of the test object exposed with the opti-
mum number of 60 impulses produces a density range of 2.51

between the 2 mm- and 16 mm-steps (0.44 to 2.95 density above

base plus fog) as indicated on the ordinate of Figure 25.
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The 2.1 density range of the 10 mm-step due to acceptable
film exposure variation is less than the 2.51 range of the 8
steps of the test object, and is a range of more than 7 but
less than 8 step densities of the wedge. The 4.35 density
range of the 4 mm-step due to film exposure variation 1is much
greater than the 2.51 density range of the 8 steps of the
test object, and i3 a range much greater than 8 steps.

The stepwedge test uses a shift in the density of a
single step of 2 step densities from the same step in a ref-
erence stepwedge 1mage of 8 steps to detect x-ray machine or
processing changes that need correction. Such changes would
thus be detected long before radiographs made under incor-

rect conditions become unacceptable to the average dentist.

X-Ray Machine Output Changes

X-ray machine output increases with the number of im-
pulses used for a given kVp and mA combination. Figure 25
shows that density of the 10 mm-step of the test object
changes 2 step densitles with approximately a 50% increase
or decrease in the number of impulses. The stepwedge test
sensitivity allows a variation of approximately 30 impulses
above or below a 60 impulse optimum before a 2-step change
occurs, and 1s a detection at approximately 25% of the T7-8

avalilable step density range. Similar changes occur with

the 4 mm- and 16 mm steps of the test object.
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Data 1in Figure 26 were »ased upon output of the x-ray
machine at 15 mA with the kVp indicator in the same position
on the kVp meter as was used with 10 mA (Figure 25). Both
figures reveal essentlally the same graphs, showing the same
degree of sensitivity to impulse variations, irrespective of
the use of 10 mA or 15 mA. Thus, acclidental use of 15 mA
instead of 10 mA with the kVp indicator in the same position
would not be detected by the stepwedge test. A change in the
x-ray machine setting from 10 mA to 15 mA with the kVp meter
in the same position does not change the output. An increase
in mA increases the number of avallable electrons at a given
tube potential difference, but the efficlency of short wave-
length photon production decreases. Without a corresponding
increase in tube potential to offset the decrease in effi-
clency, x-ray machine energy output remains the same. The
machine design requires the operator to increase the kVp with
an increase in maA.

Step densities of the test object 1mage increase with a
change of kVp. McLemore (1981) stated that the accuracy of
the kVp set on the control panel can have a dramatic effect
on the overall quality of the finished radiograph. She stat-
ed that with use of the Wisconsin test cassette an accuracy
of plus or minus 2 kVp can be detected with densltometric
matching of density steps, while an accuracy of plus or minus
4 ¥Vp can be detected with visual matching of the density
steps. Gould and Gratt (1983) detected a 5 kVp change with

their quality control syatem using a sensitometer for film

— R
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exposure and evaluated density changes visually. The present
stepwedge test, if used with a densitometer, would detect a 5
kVp variation with a 1/2-step density change (figure 24),
The objective of the stepwedge test does not require a 2 to 5
kVp detection since its purpose 13 to detect changes only
prior to the loss of clinical dlagnostic quality. The step-
wedge test, which uses nelther densitometer nor sensitometer,
detects approximately a 15 kVp variation by visual detection
of a 2-step density change in the stepwedge image. In addi-
tion, the need to detect changes 1n kVp may be of little im-
portance in dental radiography. In a survey of 195 private
dental offices 1in Jefferson County, Alabama, Wuehrmann, Jami-
son, and Manson-Hing (1963) found processing techniques to be
of greater variability than x-ray machine output changes.
Gibbs, Crabtree, and Johnson (1977) also found that the inci-
dence of inadequate processing techniques was surprisingly
high and was a majJor cause of unnecessary patlent exposure.
Gould and Gratt (1983) stated that the majority of film qual-
ity problems in dental radiography are a result of poor film
processing. Inadequate processing techniques are thus more
likely to be a problem than kVp variability in clinical
dentistry.

Since kVp variations are less likely to be a problem
than processing techniques, the importance of detecting kVp
changes diminishes, especlally in view of the time and ex-

pense needed to detect small changes. Densitometers and
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sensitometers each cost hundreds of dollars and are time
consuming for use by the average dentist. Gould and Gratt
(1983) stated that clinical testing of their system indicated
that the dally monitoring system required too much time and
that dentists were too busy to be intimately involved with
thelr system. They stated that a possible solution was to
shorten the procedure by eliminating the use of the sensi-
tometer. The stepwedge test was desligned to avold costly,

complex, and time consuming instrumentation.

Latent Image Fading

Fading of the latent image of medical radlographilc
films has been known for many years. The amount of fading
of the latent image in dental films was a consideration in-
vestigated in this study.

McLaughlin and Ehrlich (1954) studied latent image fad-
ing of 6 different films with storage time during the first
6 days after exposure. They found various amounts of latent
image fading due to varlables such as time, atmospheric chen-
icals (02), temperature, emulsion type, dose rate, process-
ing type, graln size, size of silver speck development cen-
ters, and humidity. The Eastman Kodak Company (1984) stated
that heat and humidity are the 2 factors that most often
affect the aging of photographlc films, and that these ele-
ments can be controlled to some degree by sealing films in

noisture vapor-resistant containers.
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Polanski and Smith (1968) stated that non-screen film
exposed to x-rays with an aluminum stepwedge was almost use-
less in film processing control. They therefore used sensi-
tometric film strips pre-exposed to light for film process-
ing control. They found that aged pre-exposed film strips
were not as sensitive to processing changes as freshly ex-
posed film strips, and concluded that 3-month-old strips
were of little value in day~-to-day control of developing
variations. They offered no explanation as to why aged film
strips were less sensitive.

Results from Figure 5 show that no densitometrically
detectable latent image fading occurred within 90 days after
exposure of dental films to x-rays when stored in a cool,
dry lead contalner away from x-rays. These results are re-
inforced by the investigation into radiographic density
changes measured with degradation of fixer solution by aging
(Figure 16). The results show no measurable step density
shift at the end of the 90-day period. Relative to the 7-8
avallable density steps of the stepwedge test, the amount of
latent image fading, if any, 1s extremely small and may be
ruled out as a variable detrimental to the stepwedge test
performance.,

The present results are inconsistent with the conclu-
sions of McLaughlin and Eherlich (1954) and Polanski and
Smith (1968). Neither McLaughlin and Eherlich nor Polanski

and Smith showed the magnitude of latent image fading over a

protracted period of time, and neither study indicated the ‘
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use of dental films nor related their findings to the clini-
cal situation. The lack of latent image fading in this study
may be because the effect of heat, humidity, and atmospheric
chemicals were minimized since the fllms used were stored in
a cool, dry place and dental film packets are especlally de-
signed to protect the film from moisture. Polanski and Smith
did not state how thelr pre-exposed film strips were stored.
The objective of their quality control system was to check
only processing, but they did not state the magnitude of
changes they wished to detect. An objective of the stepwedge
test is to check processing, but only relative to the loss of
clinical diagnostic quality. The magnitude of changes the
stepwedge test 1s to detect is a shift of 2 density steps
relative to 7-8 avallable density steps. Thus, latent imayge
fading does not affect the stepwedge test if films are prop-

erly stored.
Film Processing Varlables

A total of 16 automatic and manual film processing var-
iables were investigated in this study. A summary of these
results shown in Figures 5-20 is presented in Table 1. Tbe
summary shows f1ilm processing changes that produced 2', 1-,
and l/2-step density shifts of the 10 mm-step of the test
object as measured on the reference radiograph. Table 1 also
shows the optimum f1lm processing conditions and experimental

range tested for each processing variable.
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Table 1

Summary of results for manual and automatic film pro-
cessing changes producing 2-, 1~ and 1/2-step density
shifts in periapical radlographs of the 10 mm~step of
the test object as measured on the reference radiograph.
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Gptimum and

Change to Produce a Density

Processing Experimental Shift in the 10mm Aluminum
Variable Range Tested Step of the Test Object
2 gte 1 gte 2 ste
MANUAL PROCESSING
Developer 100%
Dilution 100% to 10% 85% T70% Log
concentration
Development 4 1/2 min. >43 1/2 2 1/2 +11/2
Time 1-8 minutes minutes minutes mlnutes
Development TO°F
Temperature  60°F to 83°F - >+13°F +10°F
Developer 0 days
Aging 0-90 days >90 days 63 days 36 days
Developer 0 films
Chemical 0-25,600 films - >25,650 22,800
Depletion (5 gal.) f£ilms f1lms
Fixer # 100%
Dilution 100% to 10% >80%% >80%#* >80%#
concentration
Pixing# 10 minutes >9# >9# >g%
Time 1/2 to 10 minutes minutes minutes minutes
Fixing TO°F
Temperature  60°F to 83°F - - >13°F
Fixer 0 days
Agin 0~90 days - - 290 _days
AUTOMATIC PROCESSING
Developer 100%
Dilution 100% to 10% 85% 75% 50%
Development 86°F
Temperature 60°F to 86°F >26°F 26°F 10°F
Developer 0 days :
Aging 0-30 days 20 days 16 days 10 days .
Developer 0 films §
Chemical 0-2,820 films - - >2,820 :
Depletion (2 gts.) films H
Fixer ® 100% g
Dilution 100% to 10% >40%e >40%% >40%#
concentration
Fixing 86°F
Temperature 60°F to 86°F >6°F >6°F >6°F
Pixer 0 days
ARing 0-20 days = = 230 days,
® Pllms not cleared
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An overview of Table 1 reveals that there 13 an extreme-
ly wide latitude for processing conditions under which clin-
ical dental radiographs can be made. In other words, the
magnitude of film processing change necessary to produce 2-,
1-, and 1/2-step density shifts in periaplcal radiographs of
the test object i1s great. The clinical implication 1is that
very great changes 1n film processing conditions must occur
before clinical dilagnostic radlographic quality degrades be-
yond the 7-8 step density range that dentists will accept.
The clinically acceptable density range (Pigures 6 and 25)
shows that a 2-step density shift of the 10 mm-step of the
test object is approximately 25% of the avallable 7-8 step
density range. Data in Pigure 6 are based upon the evalua-
tions of 20 dentists. Individual dentists may use a smaller
density range between marginally acceptable light and dark
radiographs. They may thus desire a more narrow range of
detection, and this could be accomplished by using a l-step
density shift of a particular step instead of a 2-step shift.
A l-step shift would be a detection at approximately 12.5% of
the avallable 7-8 step densities. An alternate method of
narrowing the range of detection or increasing the sensitiv- %
ity of the test could be to double the number of steps on the
test object. i

There were 7 fixer variables tested. Four produced
films that were not completely cleared. For example, fixer
dilution up to 80% with manual processing showed films that

were completely cleared, but dilution greater than 80%
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produced films that were not completely cleared and the par-
tial clearing was visually detectable. No attempt was made
in this study to determine the effect on archival quality of
any films from fixer solution changes. A reduction 1in fixer
solution temperature of greater than 6°F in the automatin
processor produced films that were not completely cleared.
W¥nile most studies indicate fixing to be non-temperature
sensitive, the lack of film clearing with a lowering of 6°F
may be due to a slight reduction of chemical activity. This
small activity loss may be observable due to the highly con-
centrated fixer and a very short fixing time used by the
automatic processor. The other 3 fixer solution variables
tested showed less than 1/2-s8tep density shifts over the
entire range teated. Therefore, for the 7 fixer conditions
tested, no increase in sensitivity of the stepwedge test to
fixer solution changes would detect small fixer solution
changes affecting film clearing for either manual or auto-
matic film processing.

There were 9 developer solution variables tested.
Density shifts of 2 steps occurred with 3 of the conditilons
tested. All c¢rher developer solution variables showed step
density shifts of less than 2 steps. The 3 conditions with
2-step density shifts were developer dilution with automatic
or manual film processing and developer aging with automatic
processing. Both automatic and manual developer solution
concentrations required an 85% change to produce a 2-step

density shift; this is a large amount of change necessary to
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degrade diagnostic quality by approximately 25% of the clin-
ically acceptable density range. For developer solution
aging in the automatlic processor, a 2-step density shift
occurred after 20 days. Less solution degradation with
aging occurred with manual film processing. This can be due
to higher developer temperatures and a larger surface to
volume ratio in the automatic processor.

Less than 2 but 1 or more step density shifts occurred
with development time changes and developer aging with man-
ual film processing within the experimental conditions
tested. Thus, there is a wide range of changes in these 2
film processing factors that must occur before clinical
diagnostic quality 1s degraded by approximately 12.5% of the
available 7-8 step density range.

Less than 1 but 1/2 or more step density shifts occurred
with developer solution temperature and chemical depletion
with manual film processing within the experimental range
tested. Thus, a large range of change must occur in these 2
film processing variables before clinical diagnostic radio-
graphic quality 1s degraded by approximately 6.25% of the
avallable step density range.

Developer solutions appear to be capable of processing
a great number of films. This study demonstrated that 25,650
films could be processed in a fresh 5-gallon developer solu-
tion when processed in a very short time span. Chemical
degradation from processing this number of films caused a

1/2-step density shift, or a change of approximately 6.25%

o At i
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of the clinically acceptable density range. This is far in
excess of the number of films observed or implied by other
investigators. Two articles by the Kodak Company (Dental

Radiography and Photography 1928, 1930) stated that 9,600 or

8,750 dental films could be processed through 5 gallons of
developer solution with no time element being expressed, but
everyday use over an intended time period was implied. Brown
et al. (1973) found that 6,965 fully exposed dental films
could be processed in 5 gallons of developer solution over a
125-day time period before degradation of the developer solu-
tion was first noticed. They stated that 1if oxidation did
occur over this time period, the solutlions were not affected,
and implied that the solution degradation was due only to the
6,965 processed dental films. When chemical depletion and
aging are measured separately, as in this study, 1t appears
from Figures 11 and 12 that developer chemical depletion from
processing more than the number of films stated by Kodak and
Brown et al. caused little solution degradation, while devel-
oper solution degradation due to aging alone produced density
changes similar to those found by Brown et al. It is thus
possible that Brown and associates' observations were due
more to aging than to developer solution chemical depletion.
In monitoring film processing varlations the test ob-~
Ject detected changes similar to changes detected by the
sensitometer. Table 2 shoﬁs density change over the range

tested for each variable of the 10 mm-step of the test object

<ot nclie SRBAN WKL war s




e - bra et A&

P -

135

and step 9 of the optical wedge of the sensitometer. The
performances of both test systems are similar as indicated by
the small differences between the changes reflected by each
of the 2 detection methods. These differences averaged 0.09
density regardless of which system was used. The clinically
acceptable density range is 7-8 step densities, or a density
range of 2.1. The average density difference between the
test object and the sensitometer (0.09) is 4.3% of the clin-
ically acceptable density range, which indicates that there
1s a relatively small difference in the 2 systems.

Polanski and Smith (1968) stated that non-screen film
exposed to x-rays were almost useless 1n processing control,
and that freshly produced sensitometer strips exposed and
processed dalily were the most accurate guldes for density

control. Use of the sensitometer has long been recognized

'as the most accurate method of monitoring film processing

and has been the standard used by numerous investigators in
quality control. The sensitometer used in this study 1is one
such instrument. Table 2 shows that there was little d4dif-
ference between the sensitometer and the test object. These
results appear to be inconsistent with the conclusions of
Polanskil and Smith; A possible explanation for the aparent
discrepancy 1s'that the objective of Polanski and Smith was
to detect very small changes in automatic processing with
the greatest degree of accuracy. The objective of the step-
wedge test is to detect much larger processing changes, al-

though small relative to the clinically acceptable density
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Table 2

A summary of density changes by senslitometer and test
object over the range of each processing variable
tested.
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~ Density changes Over

Tested Range of Variable
Processing Varlable 10 mr Step Step 9 Density Differ-

and of of ence Between
Range Tested Test Sensi- Test Object and
tometer Sensitometer

WARNUAL PROCESSING

Developer Dilution 0.55 0.58 0.03

100% to 10% conc.

Development Time 0.68 0.73 0.05

1-8 minutes

Development Temp. 0.37 0.42 0.05

60°F to 83°F

Developer Aging 0.24 0.00 0.24

0-90 days

Developer Chemical

Depletion 0.15 0.28 0.13

0-25,600 films (5 gal)

Pixer Dilution® 0.01 0.0b4 0.05

100% to 10% conc.

Fixing Time#® 0.01 0.00 0.01

1/2 to 10 minutes

Pixing Temp. 0.03 0.01 0.02

60°F to 83°F

Pixer Aging 0.04 0.05 0.01

0—80 da*s

Developer Dilution 0.53 0.61 0.08

100% to 10% conc.

Development Temp. 0.26 0.61 0.35

60°F to 86°F

Developer Aging 0.88 0.70 0.18

0-30 days

Developer Chemical

Depletion 0.07 0.15 0.22

0-2,820 films (2 gts)

Pixer Dilution#® 0.06 0.03 0.00

1002 to 10% conc.

Fixer Temperature 0.03 0.03 0.00

60°F to 86°P

Fixer Aging 0.04 0.00 0.04

o-

=20 daye 0.09
Average

#Data prior to films becoming unfixed
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range dentists will accept. Polanski and Smith did not re-
late the magnltude of processing changes they wished to de-
tect to the clinical situation. Table 2 shows that whille
the sensitometer 1s more accurate in detecting film process-
ing changes, the difference between it and the test object
13 only 4.3% of the clinically acceptable density range and,
thus, there 1s a relatively small difference between the 2

detection systems.
Visual Matching

The usefulness of the stepwedge test in dental quality
control depends, in part, upon visual matching of similar
step densities. The test object reflects fllm processing
changes with an accuracy similar to the sensitometer.

Though extraction of information is most accurately accom-
plished with a densitometer, visual detection 1s much more
simple, inexpensive, and less time consuming. Visual detec-
tion can replace the densitometer since the visual error of
the stepwedge test method 1s small relative to the clinic-
ally acceptable density range. The abllity of dental aux- 5
1liaries to match correctly similar step densities 1s good,
since none of the 30 readers in 270 responses mismatched i
similar step densities by more than 1 step. The stepwedge

test uses visual detection of a 2-step density change of a

single step, measured on a reference radiograph, to detect

x-ray machine or processing changes in need of correction.
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Thus, the maximum error 18 small in relation to the avall-
able 7-8 step densities of the clinically acceptable density
range.

Figure 7 shows that visual matching of whole step dens-
1tles, equal to or darker than a single step on the refer-
ence radiograph, resulted in a great increase in accuracy.
Reference films and test fillms exposed 1 step density dark-
er than the reference fllm used in this study would allow
the operator to take advantage of these areas of increased
accuracy. The accuracy of visually matching similar step

densltles could, therefore, possibly be increased.

Summary

It has been shown that changes in all x-ray machine and
film processing variables tested in this study are accurate-
ly reflected by the test object, and if measured with the
densitometer, are very similar to the light exposed test
strips from the sensitometer, while visual detection of
these changes 1s less accurate. However, the manner in
which the stepwedge test 1s used clinically to detect only
large changes allows 1ts effective clinical use instead of
densitometric detection. It was shown that the visual abil-
ity of dental auxiliaries to match similar step densities 1is
quite good. Since the clinically acceptable density range

1s very large the test 18 useful, because 1t detects changes

before diagnostic information is lost. The amount of latent
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image fading, over the time that test films would reasonably
be expected to be used, is very small, thus the stepwedge
test should perform effectively between processing solution
changes in dental offices. The stepwedge test uses inexpen-
sive materials and little operator time, and needs little
operator training compared to other commonly used or recom-
mended quality assurance systems. The results of this study
were based upon tests of each varlable independently. No
attempt was made to determine the effects of possible combi-
nations of variables or possible additive effects of varia-
bles. These effects should be investigated in future
studies. Future studies could also determine the feasibil-
ity of narrowing the range of detection by usling a l-step
density shift of a particular step lnstead of a 2-step shift,
or by doubling the number of steps on the test object. The
effectiveness of the test objJect for use with dental screen
film needs to be investigated. The stepwedge test 1s an
effective, inexpensive, and simple quality assurance test
that will detect single occurring x-ray machine and film
processing deficiencles prior to the loss of clinical diag-
nostic quality for both manual and automatic processing of

intraoral films.




CONCLUSIONS

1. The density range of the 8-step test object 1s 2.5.

2. The clinically acceptabie éensity range that many den-
tists accept is 2.1, or 7-8 step densities of the test
object.

3. A 2-step density change of a single step, as measured

[ERET TIPS

on a reference radiograph, 18 a detection level of
approximately 25% of the clinically acceptable range.
4, A wide variation in x-ray machine or film processing

must occur before a 2-step density shift 1s produced.
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5. The amount of latent image fading of Kodak DF-58 dental
film is extremely small, if any, over a 90-day perilod
when films are properly stored.

6. The stepwedge test does not detect small fixer solution
changes affecting film clearing for manual or automatic

film processing.

7. Developer solution depletion with aging is greater with
-1 automatic than manual film processing.

8. Developer solutions for manual and automatic film pro-

T ot e e S WA B

cessing are capable of processing a very large number

. of dental films when processed in a short time period.
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Developer solution aging 1s a greater source of solu-
tion degradation than the number of films processed.

A 15 kVp variation produces a 2-step density change,
and densitometer measurement 1s needed 1if the detection
of small kVp changes 1s desired.

With the GE-1000 x-ray machine, an increase of 5 mA
without a corresponding kVp increase does not change
the x-ray energy output and is not detected by the
stepwedge test.

In monitoring manual or automatic film processing var-
iations, the stepwedge test detected changes with a
similar degree of accuracy as the sensitometric method.
The use of non-screen intraoral dental flilms with the
test object can be useful in clinical dental radio-
graphic quality control, and can be used instead of the
sensitometer.

The error in visually matching similar step densities
1s + 1 step, and visual detection of density changes
can be used instead of a densitometer 1n clinical den-
tal radiographic quality control.

Under the conditions tested 1in this study, the step-
wedge test 1s an effective, lnexpensive, and simple
quality assurance test that will detect single occurr-
ing x-ray machine or film processing deficiencies prior
to the loss of clinical diagnostic radiogrpahic qual-
ity for both manual and automatic processing of intra-

oral films.
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